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Test Report

nanoe™ device inhibits activity of adhered
enterohemorrhagic Escherichia coli (0157) by

99.9% in 2 hours

Test outline

(1)Testing organisation: Eurofins

(2)Test subject: Adhered enterohemorrhagic Escherichia coli (0157)
(3)Test volume: 45L enclosed box (350x350x400mm)]

(4)Test result: Inhibited 99.9% in 2 hours

(5)Report No.: 2010/456-3
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EVALUATION OF SANITIZING EFFICACY
OF NANO-SIZE ELECTROSTATIC ATOMIZED WATER PARTICLE

Study Program No: 2010/456 SAMI
Contract No: PARA201001080
Sponsor: Panasonic Electric Works Co., Lt

Hans-Pinsel-Sir. 2
85540 Haar, Germany

Test item: NANO-SIZE ELECTROSTATIC ATOMIZED WATER
PARTICLE
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This report cannot be partialty reproduced without written approval of the Test Facilily.

Eurofins Biolab S.r.l. Via Bruno Buozzi, 2 C.80C. €100.000 v
Societd con Socio unico sottoposta 20080 Vimodrone (M) - ltalia POIVA 007621403880
a direzicne e coordinamento della societa  Tel. + 39-022507151 C.F. 03765750157
Eurofins Scientific ltaiia $.r.1. Fax + 39-0225071599 REA Ml 966686

parte di Eurofins Scientific Group biolab@eurofins.com D-U-N-§ 428117112

http://pharma.eurofins.com/ www.eurofins. it www.biolab.it CITO0S  4-385




